SteriSpine PS 



Pedicle Screw System 



The SteriSpine PS Pedicle Screw System is manufactured in a zero toxin process using next-generation materials so the system is 
environmentally efficient. Si.jic-or-ihe-ari design requires fewer, lighter instruments This further reduces costs without sacrificing 
product quality or surgical flexibility. It's time to experience the simpler, smarter choice tor pedicle screw fixation: the SteriSpine PS 
Pedicle Screw System from Sale Orthopaedics. 



- Sealed and sterile Lit-., surgery-ready a' a moment's notice 
' Always clean and stents 

• Complete instrumentation for open and MIS 
surgical techniques 

• Always new and perfectly calibrated 
r Rddiokicefp instrumentation 



Receipt Storage 
Return Unpack 





Model change brings cost 
savings, safety and efficiency 



• Simple and efficient 
traceabiKty process tor 
alt implants and instruments 

• Enhanced patient and staff safety 

• Reduced process, handling and inventory costs 

• Faster OR turnaround 

r Sealed I- its eliminate tori, damaged and stolen instrumentation 



Catalog Information 

The SteriSpine PS System consists of an Instrument Kit. Screw 
Kits (with two screws and two set screws per ht). and Rod I its 
(with two rods per kit] 



Screw Kits* 

; I ITMC635 

I J £54) _ 

KITMC645 
\ MTMC650 
[ KITMC735 " 

: ITMC74P 



Decontamination 
Cleaning 

Dry 




Oecantammation 



Safe Orthopaedics' 
Process 



i ITMC745 



KIT ol 2 CANNULATEP MULTI 
'KIT of 2 CANNULATEP MU LTI 
KIT ol I CANNULATEP MULTI 

; I! ,,< i Jii^l ... a , II 

KIT of ? CANNULATEP MULT) 
Kit o f Z CANN ULATEP MULTI 
KIT of I CANNULATEP MULTI 
KTJ \i tNNULATEO MULTj 
KITot 2 CANNULATEP I IULTI 



5 IAL SCREWS 05.5 
AXIAL SCREWS 05,5 x < 
AXIAL SCREWS 06 5x 

• L l.-l CRE r 0 

AXIAL SCREWS 06.5 X' 
|AL SCREWS 04 5 x ! 
.11 SCREWS 01\ 
AXIAL SCREWS 07.5 ; 
AXIAL SCREWS 07 5x 45mm 
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: 40mm ] 
; 35mm 

45mm 

35mm 



I 40mm 
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Rod Kits* 
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L l i IT ^ ,jr '''!' 

■ ITj : H5 IC 
KITRMI550 


KITol 
; IT • 


j PPE-eEI;IT FuPS & c > Smm ■ ^mm 

2 PRE -BENT ROOS 05 5mm x 40mm 
.. PRE-BENT ROPS 05.5mm 50mm i 


1 KfTRM&oX) 


Kfl 


2 Pf?E-BENT RODS 05.5mm * 60mm ! 


^<ITRMI570 
1 ITRMII20 


j IT;,f _' PFE-BEi iT r.C'DS 05 :.rr,m - 7C»Kirn 

KIT of 2 PRESENT RODS~05 5mm .x 80mm 1 
!- IT ol . STRAIGHT RODS 05 5mm 120mm | 


Rm mjii 3 


: !*: 


2 STRAIGHT RODS 05 5mm x 180mm ! 


, Instrument Kit* 




| i ITANCMK 


OPEI 1 ■' 


MIS INSTRUMENT HT ! 



S<fc\\ 1 ih oho ouiM'l': in n-?o -can; u tinted jcn mnl 



Contact Safe Orthopaedics Western Europe / International North America 

For more information about qui 
products and company, please 
visit www.safeorthoxom 01 
contact us today. 
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SteriSpine PS Pedicle Screw System 



COST EFFECTIVE > SAFE ■ EFFICIENT 



Full Traceability 

h= fi urnrf|!- r , rifii! ilViplSSti- :11c 

fully traceable, creating a safei 
process for patents and reducing 
risk for hospitals and surgeons 



Eliminate Pre-Op Costs 

Pi — .ip h^nd'inc:, "jrijcuns and 
sterilization is eliminated, creating 
a more cost-effective process 
for .iY ;>::.f.« : -.! 



Surgical Technique Flexibility 

Universal instrument kit provide* 
c'veryihmc; necessary for open 
and MIS surgical techniques 



Procedural 
Efficiency 

Pre-loaded screw 

";fi« I ?S-.embliP ' 

cre-jir a more simple and 
efficient OR experience 



Always New 

Seated, sterile 
} its are always 
complete with 

never used before 
instrumentation, 
eliminating the 
rial ol damaged, 
unclean or rtir-cms 
instruments 



! 



Eliminate Cross- 
Contamination Risk 

l-m^le-use end •-.lento insiiurrient 
! ii f-iirnin:i»e: 'hr- rr! of in * • n-ni 

tfoss-contanrtinatidh 




Fast OR Turnaround 

Lii-niv rM:'> f-teri'e and 
traceao'e I Mr. enhsnc* •'• r - 

f.,t..; l1t r\>: ■ cy eiin.in-jiirir, 
r?plern.;.S-,,vpn and proos' m v ? 
delay-. h<Hvs--**n 3--- =. 



Eliminate Post-Op Costs 

Post-op handling, cleaning and 
dec '.•niaiiiinaiiori 1: eliminated, 
creating 3 nv»r* cost-effective 
process for the hospital 



Always Surgery Ready 

Instruments and implants are 
always cleai-. Sterile, in pel feci 
•.ahfcr alien ;. <ir ■•-r-. -read-/ o« 
■1 mom-nt'i, n.-.iice. m«. 1 e-:«:ins 
OP staff efficiency 



Surgeons finally have a choice: Continu traditional pedicle screw systems • or experience the SteriSpine 

PS Pedicle Screw System thai is always clean and sterile, always complete and in calibration, and ready ai a moment's notice 

The SteriSpine PS Pedicle Screw System from Safe Orthopaedics completely eliminates many 
ol the drawbacl s from traditional syMem: with lis unique; design •«:•:• or«e-:ime u:^ This. irin.--.ai!. : 
approach offers decided advantages for the surgeon, hospital and patieni b) significantly reducing 
cosl. heightening paiieni and = tat f safer-, and -nhancins; erfVieri- Oiate-oi'-ihe-ari irchnolo-v.* 
provide:, tor superior paiieni care, while enh encm? the S'-ir^on/SsOspiial felahori-ihip heller 
manage resources and achieve significant cosl savings 





Mechanical testing of SteriSpine™ PS demonstrated comparable mechanical properties to the 

predicate devices 



TEST 


SteriSpine™ PS 


Synergy VLS 


Mechanical testing 
Tested construct 


According to ASTM F1717 


Screw 

Outer diameter 


5.5 mm 


6.5 mm 


Screw 

Root diameter 


4.4 mm 


4.8 mm 


Screw Tilt 


15° 


12.5° 


Rod diameter 


5.5 mm 


635 mm 


Locking Torque 


7 Nm 


11 Nm 


Distance X 


12 mm 


16 mm 


STATIC COMPRESSION 
Compressive bending yield load 


285 N 


214 N 


STATIC COMPRESSION 
Ultimate load 


429 N 


292 N 


DYNAMIC COMPRESSION 

Max Load without failure at 5 10° cycles 


194 N 


146 N 


STATIC TORSION 
Torsional ultimate load 


13.2 N 


Unknown 
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